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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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NATIONAL FOREWORD 

This Indian Standard (First Revision) which is identical with ISO 291 1 : 2004 'Sweetened condensed 
milk — Determination of sucrose content — Polarimetric method' issued by the International Organization 
for Standardization (ISO) was adopted by the Bureau of Indian Standards on the recommendations of 
the Dairy Products and Equipment Sectional Committee and approval of the Food and Agriculture 
Division Council. 

This standard was first published in 1 986 based on the earlier version of the International Standard, 
namely, ISO 291 1 : 1976 under dual numbering. The first revision of this standard is being brought out 
to align it with the latest edition of the ISO Standard. 

The text of the ISO Standard has been approved as suitable for publication as an Indian Standard 
without deviatbns. Certain terminology and conventions are, however, not identical to those used in 
Indian Standards. Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should 
be read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 

in the adopted standard, reference appears to certain International Standards for which Indian Standards 
also exist. The corresponding Indian Standards which are to be substituted in their places are listed 
below along with their degree of equivalence for the editions indicated: 



International Standard 

ISO 648 : 1977 Laboratory 
glassware — One-mark pipettes 

ISO 1042 : 1998 Laboratory 
glassware — One-mark 
volumetric flasks 

ISO 1737 : 1999 Evaporated milk 
and sweetened condensed milk 

— Determination of flat content 

— Gravimetric method 
(Reference method) 



Corresponding Indian Standard 



IS 1 1 17 : 1975 Specification for one-mark 
pipettes 

IS 915 : 1975 Specification for one-mark 
volumetric flasks 

IS 11762 : 2005 Evaporated milk and 
sweetened condensed milk — 
Determination of fat content — Gravimetric 
method (Reference method) 



Degree of 
Equivalence 

Technically 
Equivalent 

do 



Identical 



In reporting the results of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 'Rules for 
rounding off numerical values (rewsed)'- 
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Indian Standard 

SWEETENED CONDENSED MILK — 

DETERMINATION OF SUCROSE CONTENT — 

POLARIMETRIC METHOD 

( First Revision ) 

1 Scope 

This International Standard specifies a polarimetric method for the determination of sucrose in sweetened 
condensed milk. 

The method is applicable to sweetened condensed milk of normal composition prepared from whole, partially 
skimmed or skimmed milk and sucrose only and containing no altered sucrose. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced 
document (including any amendments) applies. 

ISO 648, Laboratory glassware — One-mark pipettes 

ISO 1042, Laboratory glassware — One-mark volumetric flasks . . 

ISO 1737, Evaporated milk and sweetened condensed milk — Determination of fat content — Gravimetric 
method (Reference metliod) 

3 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

3.1 

sucrose content of sweetened condensed milk 

content of unaltered sucrose (saccharose) determined using the method specified in this international 

Standard 

NOTE It is expressed as a mass fraction in percent. 

4 Principle 

A test sample is treated with ammonium hydroxide, so as to bring mutarotation of lactose to final equilibrium. It 
is neutralized and then clarified by successive additions of zinc acetate and potassium hexaGyanoferrate(ll), 
followed by filtration. 

The optical rotation is determined on a portion of the filtrate. 

On another portion of the filtrate, inversion is induced (based on the Clerget principle) by mild acid hydrolysis 
of the sucrose, leaving lactose and other sugars virtually unaffected. The optical rotation is determined after 
inversion. 
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The sucrose content is calculated from the change in optical rotation on inversion. 

5 Reagents 

Use only reagents of recognized analytical grade, unless otherwise specified, and distilled or demineralized 
water or water of equivalent purity, 

5.1 Zinc acetate solution, 1,0 mol/l. 

Dissolve in water 21 ,9 g of zinc acetate dihydrate [Zn(C2H302)2-2H20] and add 3 ml of glacial acetic acid. Mix 
and dilute to 100 ml. 

5.2 Potassium hexacyanoferrate(ll) solution, 0,25 mol/l. 

Dissolve in water 10.6 g of potassium hexacyanoferrate(ll) trihydrate [K4Fe(CN)g-3H20] and dilute to 100 ml. 

5.3 Dilute iiydrochiloric acid, c(HCI) = (6,35 ± 0,20) mol/l [20 % to 22 % (mass fraction)]. 

5.4 Ammonium hydroxide solution. £(NH40H) = (2,0 ± 0,2) mol/l [3,5 % (mass fraction)]. 

5.5 Dilute acetic acid, c(CH3C02H) = (2,0 ± 0,2) mol/l [12% (mass fraction)], of exactly known 
concentration. 

6 Apparatus 

Usual laboratory apparatus and, in particular, the following. 

6.1 Analytical balance, capable of weighing to the nearest 0,01 g. 

6.2 Glass beaker, of capacity 100 ml. 

6.3 Volumetric flasl<s, of capacities 200 ml and 50 ml, conforming to class A of ISO 1042. 

6.4 Pipette, either 20 ml, conforming to class A of ISO 648, or 40 ml, of corresponding accuracy. 

6.5 Graduated measuring cylinders, of capacity 25 ml. 

6.6 Graduated pipettes, of capacity 10 ml. 

6.7 Filter funnel, of diameter 8 cm to 10 cm, and folded medium-grade filter papers, of diameter 15 cm. 

6.8 Pcfarimeter tube, exactly 2 dm long. 

6.9 Polarimeter or saccharlmeter. 

6.9.1 Polarimeter, using sodium light or mercury green light (mercury vapour lamp with prism or the special 
Wratten screen No. 77A), capable of being read to an accuracy of at least 0,05 angular degrees. 

6.9.2 Saccharlmeter, with international sugar scale, using white light passing through a filter of 15 mm 
depth of a 6 % solution of potassium dichromate, or sodium light, capable of being read to an accuracy of at 
least 0,1 international sugar scale degrees. 

6.10 Water baths, capable of being maintained at about 40 °C and at (60 + 1) °C respectively. 
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7 Sampling 



A representative sample should have been sent to the laboratory. It should not have been darhaged or 
changed during transport or storage. 

Sampling is not part of the method specified in this International Standard. A recommended sampling method 
is given in ISO 707111. 



8 Procedure 

8.1 Preparation of test sample 

8.1 .1 Samples of recently manufactured products In which no appreciable separation of components 
may be expected 

Open the container, transfer all material adhering to the lid into the container and thoroughly mix by an up- 
and-dow/n movement of a spoon, in such a way that the top layers and the contents of the lower corners are 
moved and mixed. When the product is in a can, transfer the contents to a jar with a well-fitting lid. When the 
product is in a collapsible tube, transfer as much as possible of the contents to a jar with a well-fitting lid, then 
cut open the tube, scrape out all material adhering to the interior and transfer this also to the jar. Mix the 
contents of the jar as described above. 

8.1.2 Samples of older products and samples in which separation of components may be expected 

Heat in a water bath (6.10) at about 40 °C until the sample ha? nearly reached this temperature. Open the 
container and proceed as described in 8.1.1. When the product is in a can or tube, transfer the contents to a 
jar, scrape out all material adhering to the walls (in the case of a collapsible tube, after cutting open the tube) 
and continue the mixing until the whole mass is homogeneous, reducing the size of any large crystals -by 
crushing them with a glass rod. Close the jar with a well-fitting lid. Allow to cool. 

8.2 Check test 

In order to check the procedure, the reagents and the apparatus, make a check test as described below in 
duplicate, on a mixture of 100 g of whole milk (or 110 g of skimmed milk) and 18,00 g of pure sucrose. This 
mixture corresponds to 40,00 g of condensed milk containing 45,0 % of sucrose. 

Calculate the sugar content by means of the equations in 9.1 , using in Equation (2) for m, F and P respectively 
the quantity of milk weighed and the fat and protein content of this milk, and in Equation (1) for m, the value 
40,00 

The mean of the values found shall be within the range (45 ± 0,1 ) % (mass fraction). 

8.3 Determination 

8.3.1 Weigh, to the nearest 0,01 g, a test portion of approximately 40 g of the well-mixed test sample into 
the glass beaker (6.2). Add 50 ml of hot water (80 °C to 90 °C) and mix well. 

8.3.2 Transfer the mixture quantitatively to the 200 ml volumetric flask (6.3), rinsing the beaker with 
successive quantities of water at 60 °C, until the total volume is between 120 ml and 150 ml. Mix and cool to 
(20 ± 2) °C. 

8.3.3 Add 5 ml of the ammonium hydroxide solution (5.4). Mix a^ain andlhen allow to stand for 15 min at 
(20 + 2)°C. 

8.3.4 Neutralize the ammonium hydroxide by adding the stoichiometrically equivalent quantity of the dilute 
acetic acid (5.5). Mix. 
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8.3.5 Add, mixing gently by rotating the tilted flask, 12,5 ml of the zinc acetate solution (5.1). 

8.3.6 In the same manner as for the addition of the zinc acetate solution, add 12.5 ml of the potassium 
hexacyanoferrate(ll) solution (5.2). 

8.3.7 Bring the contents of the flask to 20 "C and dilute to the mark with water at 20 °C. 

Up to this stage, all additions of water or reagents shall be made in such a manner as to avoid the formation of 
air bubbles and, with the same object in view, all mixing shall be carried out by rotation of the flask rather than 
by shaking, If air bubbles are found to be present before completion of the dilution to 200 ml, they may be 
removed by temporarily connecting the flask to a vacuum pump, and rotating the flask. 

8.3.8 Close the flask with a dry stopper and mix thoroughly by vigorous shaking. 

8.3.9 Allow the precipitate to settle for a few minutes and then filter the solution through a dry filter paper, 
rejecting the first 25 ml of filtrate. 

8.4 Direct polarization 

Determine the optica! rotation of the filtrate (8.3.9) at (20 ± 2) °C. 

8.5 Inversion 

Pipette 40 ml (two 20 ml portions if a 40 ml pipette is unavailable) of the filtrate (8.3.9) into the 50 ml 
volumetric flask (6,3). Add 6,0 ml of the dilute hydrochloric acid (5,3). 

Place the flask in a water bath (6.10) set at 60 °C for 15 min, the flask being immersed to the base of the neck. 
Mix by rotating the flask during the first 5 min, in which time the contents of the flask should have reached the 
temperature of the water bath. Cool to 20 °C and dilute to the mark with water at 20 °C. Mix and allow to stand 
for 1 h at this temperature. 

8.6 Invert polarization 

Determine the optical rotation of the inverted solution at (20 ± 2) °C. If the temperature of the liquid in the 
polarization tube differs by more than 0,2 "C from 20 °C during the measurement, the temperature correction 
[Equation (4)] given in 9.1 shall be applied. 



9 Expression of results 

9.1 Method of calculation and equations 

The sucrose content, wg, of the sample, expressed as a percentage by mass, is given by; 

/f-1,25« )'-AI y 



o r /, X ;?? 

where 

m is the mass of the test portion (8.3.1), in grams; 

A is the direct polarimeter reading before inversion (8.4); 

B is the polarimeter reading after inversion (8.6); 

L is the length, in decimetres, ofthe polarimeter tube; 



(1) 
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is the inversion division factor (the values of w/hichare given in 9.2); 

/ is the volume, in millilitres, to which the sample is diluted before filtration (8.3.7); 

A/ is the correction, in millilitres, for the volume of the precipitate formed during the clarification: 

Ar=-^(1,08F + 1,55/') (2) 

100 

where 

ni is the mass of the test portion (8.3,1), in grams; 

/■' is the mass fraction, as a percentage, of fat in the sample (determined in accordance with 
ISO 1737); 

/' is the mass fraction, as a percentage, of protein (6,38 times the nitrogen content) in the sample. 

NOTE When exactly 40,00 g of condensed milk are weighed and a polarimeter with sodium light, angular degrees 

and a 2 dm polanmeter tube at (20,0 ±0,1) °C are used, the sucrose content of normal condensed milk [i.e. when C, 
defined in 9.2, is 9 % (mass fraction)] can be calculated from the following equation: 

ii's = (/J - 1 ,25 B) (2,833 - 0,006 1 2 F - 0,008 78 P) (3) 

If the invert polarization is measured at a temperature, /, other than (20 ± 0,2) °C, the value B shall be 
multiplied by the correction factor 

1 +0,003 7(/-20) (4) 

and this corrected value shall be used in the calculation. 

9.2 Values of the inversion division factor, Q 

The following equations give accurate values for Q, for various sources of light with corrections, where 
necessary, for concentration and temperature. 

Sodium light and polarimeter with scale in angular degrees: 

= 0,882 5 + 0,000 6 (C - 9) - 0,003 3 (/ - 20) (5) 

Mercury green light and polarimeter with scale in angular degrees: 

a = 1 ,03.9 2 + 0.000 7 (C - 9)~ 0,003 9 (; - 20) (6) 

White light with dichromate filter or sodium light and saccharimeter with scale in international sugar scale 
degrees; 

Q = 2.549 + 0,001 7 (C - 9) - 0,009 5 (/ - 20) (7) 

where 

C is the mass fraction, as a percentage, of total sugars in the inverted solution according to the 
polarimetric reading; 

/ is the temperature, in degrees Celsius, of the inverted solution during the polarimetric reading. 

NOTE 1 The mass fraction of total sugars, C, in the inverted solution may be calculated from the direct reading and the 
change on inversion in the usual manner, using the usual values for the specific rotations of sucrose, lactose and invert 
sugar. 
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The corrections 0,000 6 (C- 9), etc., in Equations (5), (6) and (7) are only accurate when C is approximately 9; for normal 
condensed milk, this correction can be neglected, C being very close to 9. 

NOTE 2 Variations in temperature from 20 "C make little difference in the direct reading, but variations of more than 
0,2 °C in the invert reading necessitate a correction. The correction factor given in Equation (4) in 9.1 Is only accurate 
between 18°Cand22°C. 



10 Repeatability 

The absolute difference between two independent single test results, obtained using the same method on 
identical test material in the same laboratory by the same operator using the same equipment within a short 
interval of time, will in not more than 5 % of cases be greater than 0,3 g of sucrose per 100 g of sweetened 
condensed milk. 



1 1 Test report 

The test report shall specify: 

a) all information necessary for the complete identification of the sample; 

b) the sampling method used, if known; 

c) the test method used, with reference to this Internatfonal Standard; 

d) all operating details not specified in this International Standard, or regarded as optional, together with 
details of any incidents which may have influenced the test results; 

e) the test results obtained, or, if the repeatability has been checked, the final quoted result obtained. - 
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